HEATHKIT BATTERY ELIMINATOR 


MODEL BE-4 


SPECIFIC ATIONS 


Continuously variable voltage output 

OUS* VOLES: DG cis mcesenna deans oeees weber Tea Ss 10 amperes continuously 
15 amperes maximum intermittent 
5 amperes continuously 
7.5 amperes maximum intermittent 
POWET REQ UIRETACNES 1 o so::5.5.%5.ce SilpensrBSeeenieneReysonltnen Rear ar 105-125 V., 50-60 cycles AC at 175 watts 
DUO BURIING. «nahi nadine leaned saikees Rinne wee ee ONE 13 1/4" wide x 7 1/2" deep x 7 1/4" high 
Approximate shipping weight 22 Ibs. 
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